Further studies on the standardization of neonatal bilirubin.
Certain problems in the standardization of direct-reading instruments (bilirubinometers) were investigated. It was shown that the combination of wavelength setting and choice of pH is very important with respect to the standard to be used. It is emphasized that in fact there is no synthetic bilirubin standard which can be used as primary standard. Reasons are given why the only pragmentic solution proved to be a pool of neonatal serum.